
Sirron Holdings t_a Zexa Cleaning Chemicals Client Account Number: A008365858QL 
28 Strathmore Road Eurofins Quote Number: UF8DPH20006803
Caves Beach, NSW 2281
AU

Eurofins Sample Number NJ20AA7178-10
Original Received Date: 02-Jun-2020
Description: Zexa Sure Shield Surface Sanitiser 500mL; Expiry Date: 28-

May-2021
Lot Number: 28/05/2020
Containers Submitted: 1 Bottle(s)

Samples were tested as received. Specifications (if) reported are as provided by the client.

Supplemental Information

Contracted Company: Eurofins ams Laboratories Sydney
8, Rachael Close, Silverwater, NSW 2128 Australia
amslabs@eurofins.com

TGA Licence No: MI-15112007-LI-002191-11 APVMA Licence No: 6139
Questions about this report should be directed to your project manager or the general email listed above.

Analysis Result

Method: TMD 122
Analysis Date: 30-Jun-2020

Disinfectant Test- TGA Option B See Attached Report for Result
Refer to Attachment # 1 ----

Analytical Report: AAI70877
Eurofins Sample Number: NJ20AA7178-10

Version: 1
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Examination TGA Disinfectant Test, Option B
Product Concentration Neat
Contact Time 8 Minutes

           
           RESULTS: 

Test Date Organisms Subculture 
No.

Inoculum
CFU/mL

1st 
Challenge

2nd 

Challenge Controls

S. aureus 9 1.05 x 109 - - - - - - - - - -
C1    

E.coli 9 7.40 x 108 - - - - - - - - - -
C2    

P. aeruginosa 9 3.80 x 108 - - - - - - - - - - C3 + + + +

01/07/2020

P.vulgaris 9 8.85 x 108 - - - - - - - - - - C4 + + + +
S. aureus 10 1.10 x 109 - - - - - - - - - - C1    
E.coli 10 1.21 x 109 - - - - - - - - - - C2    
P. aeruginosa 10 1.24 x 109 - - - - - - - - - - C3 + + + +

02/07/2020

P.vulgaris 10 1.71 x 109 - - - - - - - - - - C4 + + + +
S. aureus 11 1.38 x 109 - - - - - - - - - - C1    
E.coli 11 1.08 x 109 - - - - - - - - - - C2    
P. aeruginosa 11 1.60 x 109 - - - - - - - - - - C3 + + + +

03/07/2020

P.vulgaris 11 1.44 x 109 - - - - - - - - - - C4 + + + +
Where

“” Denotes No Growth      

“+” Denotes Growth

“C1” Denotes media sterility check. Must be negative for a valid result

“C2” Denotes sample sterility check. Must be negative for a valid result

“C3” Denotes organism viability check. Must be positive for a valid result

“C4” Denotes neutralizer toxicity check. Must be positive for a valid result

FINAL RESULTS:

The sample has passed the TGA Disinfectant Test, Option B when tested under the conditions 
described above.
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